
Instruction Manual

Vascular Access Phantom 
(4 Vessels – 2 Straight & 2 Curved)
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  Vascular Access Phantom 

 Luer 3-way valve (VAP-S01)

10 cm Luer extension tube (VAP-S02)
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Preparation

1 Open the reservoir cap and attach a 10 cm Luer extension tube.

2 Rotate the Luer 3-way valve to open the water injection channel, then 
connect a syringe to inject water.

Attention:

While filling with water, press and hold the vent knob on the other end to release air.
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3 Continue filling with water until it flows out from the vent port.

4 Turn the Luer 3-way valve to close the water filling channel and the 
training can begin.
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Caution

For best performance, a new, sharp, and under 18~21 gauge needle is suggested to be 
used.
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Needle larger than 18 gauge may cause permanent damage to the Vascular Access 
Phantom. 
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Cleaning, Maintenance, and Storage

1 Clean the ultrasound gel completely after each use and drain the water from the Vascular 
Access Phantom. 

Lift the Vascular Access Phantom and press the air vent to completely drain the water.2

3 After the Vascular Access Phantom is dried, lightly apply a layer of baby powder and 
store it in a cool, dry place.
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